Introduction {#Sec1}
============

Cutaneous warts are common skin lesions, caused by different types of human papillomavirus (HPV) \[[@CR1]\]. For years, cryotherapy with evaporating liquid nitrogen has been the therapy of choice to treat warts because of its clinical performance and the relatively minor and temporary adverse effects \[[@CR2]--[@CR9]\].

Cryotherapy relies on in-depth freezing and subsequent thawing of infected wart tissue. One of the theories behind the mode of action implies induction of local necrosis, resulting from this freeze--thaw cycle. Consequently, an immunoinflammatory process is initiated that makes the wart go into remission and cure \[[@CR10], [@CR11]\]. As HPV infections are in the deeper epidermal layers, it is essential that cold is efficiently transferred to those layers during application. Several parameters influence the energy transfer, including the initial freezing temperature, the mode of application, treatment duration, and wart location \[[@CR11]--[@CR13]\].

Liquid nitrogen treatment achieves very low surface temperatures of − 196 °C and is solely used under a clinician's supervision to avoid unnecessary skin damage \[[@CR11], [@CR14]\]. Alternatively, there are prescription-free cryogenic devices for home treatment of common or plantar warts. These devices freeze through evaporative cooling by sudden expansion of compressed solvents, such as the low boiling and flammable dimethylether (DME) and DME propane mixture (DMEP). Other possible coolants are liquefied, true gases are used such as carbon dioxide (CO~2~) and nitrous oxide (N~2~O), which pose less fire risk and which are safer for the skin \[[@CR16]--[@CR18]\].

In the present randomized, controlled, investigator-blinded clinical study, efficacy and safety of a new cryogenic pen, based on nitrous oxide (known as EndWarts Freeze^®^ in Europe and Compound W^®^ Nitro-Freeze in the USA), was compared to Wartner^®^ (DMEP-based). Both products have a comparable mode and duration of application. In both products, a polyurethane (PU) foam nib is frozen and applied to the wart. However, there is a substantial difference in the freezing temperature that both devices are capable to reach. Nitrous oxide boils at − 87 °C, in between the boiling point of liquid nitrogen (− 196 °C) and DMEP (− 57 °C) \[[@CR11], [@CR16], [@CR17]\]. In the past, several reports have questioned whether DMEP matches the clinical efficacy of liquid nitrogen. Considering that the homeotherm body is very competent in maintaining skin temperature around 29--31 °C \[[@CR18]\], the question arises indeed whether DME(P)-based devices are cold enough for effective treatment of warts. A target temperature of − 50 °C at a depth of 4--5 mm is required to allow complete freezing of intracellular water and to initiate the necrotic cascade that is essential for wart shedding and healing \[[@CR11]\].

Not only freezing temperature is a crucial parameter for clinical success, but also the type of skin applicator and its thermoconductive properties. Recent years have seen the introduction on the market of a DME (− 24 °C) device with copper/brass nibs that are more thermoconductive than PU foam nibs \[[@CR19]\]. For this reason, a theoretically better freezing performance is expected with metal nibs compared to the soft polyurethane nibs. This comparison has been addressed by annexing an extra treatment arm (Wortie^®^, DME-based) to the study.

Although different manufacturers claim similar performance when compared to liquid nitrogen treatment, published clinical data remains scarce and is often contradictory \[[@CR15], [@CR20], [@CR21]\]. This clinical trial was set-up to gain more insights into the clinical efficacy and safety of prescription-free, cryogenic devices.

Methods {#Sec2}
=======

Study Set-up {#Sec3}
------------

This investigator-blinded, controlled, open label, comparative study was approved by an independent Ethics committee (Bioethical Committee at the Regional Medical Centre in Gdansk) on 25/06/2015. The study was conducted in accordance with the principles of the Declaration of Helsinki 2013, Good Clinical Practice, and of the European Union Directive 2001/20/EC as well as the requirements of German drug law and data protection laws. The trial was registered at ClinicialTrial.gov (NCT03129373).

The study took place at a clinical trial facility, specialized in conducting dermatological clinical studies (Dermscan, Gdansk, Poland). Recruitment was performed by trained personnel and continued from July 2015 (first patient first visit) to November 2016 (last patient last visit). Initial study design (parallel, randomized) compared the clinical efficacy and safety of the nitrous oxide test product and the DMEP product Wartner^®^ (further referred to as "comparator 1").

The original protocol was adapted for some methodological reasons. First, in the therapeutic interest of patients with multiple warts, the investigators treated all warts but only one wart per patient was followed up for evaluation (protocol amendment 1). A second amendment of the protocol was related to the type of nib of the investigational device. The original investigational product was not yet equipped with the final soft polyurethane nib but with a hard-sintered plastic point. All results discussed in this paper, howeve, are from the investigational product with the final PU nib. Thirdly, a solution had to be found for patients presenting a blister that barred retreatment, as planned on D15 or D29. In these cases, treatment (if required) was postponed to the earliest scheduled visit after healing of the blister (amendment 3). An additional issue with wart treatment studies implies that spontaneous recruitment often leads to over-representation of cases of plantar warts. To assure a balanced 1:1 distribution of hand and foot warts, 18 extra subjects with common warts on the hand were randomized in the study (*n* = 58 in total; amendment 4). Finally, at the end of the parallel phase, the study was extended with a sequential group to evaluate the clinical performance of a third commercial product (Wortie^®^, further referred to as "comparator 2"), which is also DME-based but uses a metal nib instead of a soft PU nib (protocol amendment 5).

Inclusion and Exclusion Criteria {#Sec4}
--------------------------------

Subjects were recruited (1) by phone, based on registration files of people willing to participate to clinical studies at the CRO, (2) via advertisements on the CRO's website, and (3) by contacting patients from the Investigator's database. Inclusion and exclusion criteria are summarized in Fig. [1](#Fig1){ref-type="fig"}.Fig. 1Inclusion and exclusion criteria

Patients {#Sec5}
--------

### Sample Size, Informed Consent, Randomization, and Baseline Data {#Sec6}

Based on previous available clinical data of comparators and other available therapies, an initial sample size of 78 subjects was calculated to allow correct statistical comparison between test product and comparator 1. Based on this information, 80 eligible subjects were recruited by the study staff and randomly allocated into two groups. Prior to the study, a randomization list was calculated using SAS software (version 9.4). Randomisation was performed using block randomisation (block size of 2). In the test product group, the ratio of hand/foot warts was initially not equal and 18 additional subjects with hand warts were additionally randomized.

Study participants or their legal representative in case of minors gave written consent and the children also provided written or verbal assent, per age, witnessed by the parent or guardian. Informed consent was obtained before any study-specific procedures were performed according to the Helsinki Declaration. Upon approval and signing, a subject screening number was assigned to each subject by the responsible investigator. If the consent to participate in the trial was withdrawn before randomisation or if the subject was not included, the subject number was kept and not reassigned to another subject. Baseline demographic data were collected on gender, age, phototype, type and localisation of the wart, frequency of wart apparition, and medical history.

As mentioned above, a new treatment arm was included into the study to evaluate clinical performance and safety of comparator 2.

### Blinding {#Sec7}

Because the commercial products are so distinctly different, it made no sense to blind clinical staff or patients. To compensate for this treatment bias, the clinical evaluation at each time point was performed by blinded study staff. In addition, pictures were taken for later review.

Study Medication, Dosage and Administration {#Sec8}
-------------------------------------------

The test product contains a non-replaceable, non-refillable nitrous oxide (N~2~O) capsule in a dispensing device. Activation of the device delivers a dose of nitrous oxide liquid into the applicator, resulting in a cool down of the polyurethane (PU) foam nib to − 80 °C. Then the applicator tip is applied on the wart and freezes the epidermal tissue. Application was performed according to the instructions for use. Briefly, before first application, the pen is activated once by screwing at least one full turn until the indicator mark is back in the shaded zone. Next, the closed pen is put on a surface and held firmly with one hand. Using the other hand, the pen is pushed down for 2 s (a hissing sound is noticed). Then, the pen is removed from the cap (ice vapour will be present) and is applied firmly against the wart (15 s on hand warts, 40 s on feet and toes). Following application, the PU nib was discarded and replaced by a fresh one for the next treatment. According to the instructions for use, a new application can be performed at least 14 days after the first treatment in case the wart was not cured. Patients are advised to contact a physician if treatment failed (maximum of three treatments allowed). Comparator product 1 (Wartner; DMEP-based) is supplemented with a foam nib, which must be put on the stick of the applicator holder prior to use. Next, the holder and foam applicator are put into the opening on top of the aerosol can and are pressed firmly for 3 s (a hissing sound is noticed). Applicator holder with the foam applicator, soaked with DMEP, is removed and then applied lightly on the wart for a specific period, depending on wart diameter and location. For hands, an application time of 10 s (diameter \< 2.5 mm), 15 s (2.5--5 mm), 20 s (\> 5 mm), and 40 s on plantar warts, respectively, is recommended. Afterwards, the foam applicator can be discarded and replaced by a fresh one. According to the leaflet, a new product application may be performed at least 2 weeks after the first treatment, with a maximum of three applications. If the wart is not cured, a visit to a physician is advised.

Comparator product 2 (Wortie; DME-based) comes without a foam applicator but has a metal tip. The pen is activated by pressing 3 s. Next, the metal tip is pressed firmly on the wart for 20 s (hand warts) or 40 s (feet warts), respectively. According to the instructions for use, a new application is performed after 2 weeks in case therapy failed, with a maximum of two treatments.

In total, a maximum of five visits and three treatments were planned for each subject. Briefly, at day 0, following collection of baseline information, all subjects were treated with one of the test products. A first clinical evaluation (wart measurement, adverse event registration) was performed 3 days following the first treatment. Visits 3, 4, and 5 (if required) were planned on day (D) 15, 29, and 45 days, respectively. At these time points, wart remission was clinically evaluated and a new treatment was performed, if required. However, in some cases, skin healing did not allow for new application and treatment was postponed to the next time point. To facilitate data interpretation, reference is made to the number of visits and treatments, respectively.

### Patient Disposition {#Sec9}

Three populations have been included for statistical analyses: the Intention-to-Treat (ITT- population, the Per Protocol (PP) population, and the safety population, respectively.

The ITT population included all subjects which were randomized, as originally allocated according to the randomisation scheme, and which have at least one efficacy endpoint. In total, data on 137 subjects were included in the three treatment groups: *n* = 58 (test product), *n* = 39 (comparator group 1), and *n* = 40 (comparator 2). One subject in the comparator group 1 was lost to follow-up after the baseline visit.

The PP population included all subjects that were cured after a maximum of three treatments, omitting subjects that were not cured after less than three treatments. In total, data on 124 subjects were included: *n* = 50 (test product), 38 (comparator 1), and 36 (comparator 2), respectively.

The safety population included all subjects who received at least one treatment and that had a final assessment for tolerance. In total, data on 130 subjects were included in the three treatment groups: *n* = 55 (test product), *n* = 39 (comparator group 1), and *n* = 36 (comparator 2).

Efficacy Evaluation {#Sec10}
-------------------

The primary objective implied comparison of the percentage of subjects with clinical wart remission after 1, 2 and 3 treatments with test product versus both comparators, as observed during a clinical evaluation of the treated wart by the dermatologist.

Secondary objectives included comparison of the number of treatments needed for clinical remission of warts with the three products. Surface area measurements of the frostbite were performed to assess efficacy of the freezing process during the three treatments (if applicable). Visual aspects of wart remission were illustrated with macrophotographs. Briefly, a Nikon D90 camera was combined with a repositioning system to standardize distance during photographing. Images were digitalized and recorded on a computer. Parameters for clinical evaluation of wart evolution/remission are presented in Table [1](#Tab1){ref-type="table"}. A wart was considered cured if surface area measurements were near zero (cm^2^) and if there was no presence of roughness and thickness of the skin. In case clear symptoms of the wart were present, a new treatment was performed (maximum of three). Efficacy of the freezing process was evaluated immediately after product application after first, second or third treatment (if applicable).Table 1Clinical parameters for evaluation of wart progressionClinical parameterScoreWart diameterSize (mm)Roughness0: none, 1: light, 2: moderate, 3: severe, 4: very severeWart thickness (common warts)0: absence, 1: light, 2: moderate, 3: severe, 4: very severeDiscontinuation of skin lines0: absence, 1: light, 2: moderate, 3: severe; 4: very severeSkin colour0: none, 1: light, 2: moderate, 3: severe; 4: very severeProduct efficacy1: Not efficient, 2: rather not efficient, 3: rather efficient, 4: efficient, 5: very efficient

Safety Evaluation {#Sec11}
-----------------

Local tolerance on skin was assessed at the end of the study, considering abnormal clinical signs and subjective signs reported by the patients. According to these signs, local tolerance of the product was scored using the following scale: 0 = bad tolerance, 1 = moderate tolerance, 2 = good tolerance, and 3 = very good tolerance. Global tolerance was assessed by recording adverse reactions and events.

Statistical Analyses {#Sec12}
--------------------

All analyses were performed by an independent statistician. The initial protocol only included a PP population and safety population analysis. A post hoc analysis was performed on the ITT population.

Continuous data were summarized by their mean, standard deviation, median, minimum and maximum. Categorical data were summarized by frequencies and percentages.

The Chi square test for independence was used to compare the cured versus not cured number of subjects, after a maximum of three treatments, between the test product, comparator 1 and comparator 2-treated subjects, respectively. All descriptive and statistical analyses were performed in R version 3.3.0. (R development core team, 2016). A *p* value \< 0.05 was considered as statistically significant. No imputation of missing data was performed. The amount of missing data is presented in the tables wherever appropriate.

Results {#Sec13}
=======

Baseline Patient Characteristics {#Sec14}
--------------------------------

Study data were collected between July 2015 and November 2016. In total, 142 subjects were screened. Four subjects did not meet the inclusion criteria and thus, 138 subjects were randomized into the study. One person in the comparator 1 group withdrew consent during the first visit and thus, 137 subjects received first study treatment (*n* = 58, test product; *n* = 39; comparator 1; *n* = 40: comparator 2).

Two subjects from the test product group were lost to follow-up and one subject withdrew his consent after first treatment. Another five subjects from the test product group received only two treatments and were not cured. One subject from the comparator 1 group was lost to follow-up after baseline visit. Another subject from this treatment group did receive only two treatments and was not cured. Four subjects of the comparator 2 group were lost to follow-up and received only one or two treatments. A CONSORT flow chart for the ITT and PP analyses is shown in Figs. [2](#Fig2){ref-type="fig"} and [3](#Fig3){ref-type="fig"}, respectively.Fig. 2CONSORT flow chart (ITT population) Fig. 3CONSORT flow chart (PP population)

Baseline data on average age (± standard error of the mean (SEM)), gender, phototype, type of wart (common/plantar) and frequency of wart apparition are summarized in Table [2](#Tab2){ref-type="table"}. In the test product group, 50% (29/58) of the subjects were treated for a plantar wart. This was similar to the comparator 1 group (48.7%; 19/39) and the comparator 2 group (52.5%; 21/40), respectively. All values were within the randomization criteria.Table 2Baseline characteristics of recruited subjectsAge (± SEM)GenderWart typePhototypeFrequency wart apparitionTest product32 ± 2 (5--68)F: 39 \
M: 19Common: 29\
Plantar: 29I: 2\
II: 46\
III: 10Very often: 0\
Often: 12\
Rarely: 20\
First time: 26Comp. 123 ± 2 (4--53)F: 22 \
M: 17Common: 20\
Plantar: 19I: 1\
II: 30\
III: 8Very often: 0\
Often: 4\
Rarely: 12\
First time: 23Comp. 227 ± 3 (3--65)F: 27 \
M: 13Common: 19\
Plantar: 21I: 3\
II: 30\
III: 7Very often: 1\
Often: 5\
Rarely: 17\
First time: 17

Primary Efficacy Endpoint {#Sec15}
-------------------------

Treatment efficacy of the test product versus both comparators was evaluated in terms of the number of treatments, needed to be cured. Table [3](#Tab3){ref-type="table"} provides a summary of the number of subjects that were cured after each treatment or that were not cured after a maximum of three treatments in the ITT population and PP population, respectively.Table 3Number of treatments needed for cure (ITT and PP populations)TreatmentCured after *X* treatmentsNot cured after three treatments*X* = 1 ITT*X* = 1 PP*X* = 2 ITT*X* = 2 PP*X* = 3 ITT*X* = 3 PPITTPPTest product29.3% (17/58)34.0% (17/50)24.1% (14/58)28.0% (14/50)17.2% (10/58)20.0% (10/50)29.3% (17/58)18.0% (9/50)Comp. 110.4% (4/39)10.5% (4/38)17.9% (7/39)18.4% (7/38)17.9% (7/39)18.4% (7/38)53.8% (21/39)52.6% (20/38)Comp. 212.5% (5/40)13.9% (5/36)7.5% (3/40)8.3% (3/36)27.5% (11/40)30.6% (11/36)52.5% (21/40)47.2% (17/36)

In the ITT population, significantly (*χ* ^2^ = 7.8, *p* = 0.020) more subjects (70.7%, 41/58) were cured after a maximum of three treatments with test product versus comparator 1 (46.2%, 18/39), and comparator 2 (47.5%, 19/40), respectively. The high cure rate was even more pronounced in the PP population, with 82% (41/50) of all subjects, cured after a maximum of three applications of test product. This difference was significant (*χ* ^2^ = 13.3, *p* = 0.001) when compared to the comparator 1 group (47.4%; 18/38) and the comparator 2 group (52.8%; 19/36), respectively. Furthermore, in the ITT population, significantly (*χ* ^2^ = 7.0, *p* = 0.029) more subjects from the test product group (29.3%) were cured after one treatment, compared to 10.4% (4/39) and 12.5% (5/40) in the comparator 1 group and in the comparator 2 group, respectively. This was also confirmed in the PP population, where 34% (17/50) of the treated subjects were cured after one treatment. The difference with the cure rates, observed in the comparator 1 group (10.5%; 4/38) and in the comparator 2 group (13.9%; 5/36), respectively, was statistically significant (*χ* ^2^ = 8.7, *p* = 0.013).

Treatment efficacy was scored from not efficient (no improvement) to very efficient (total cure) by an investigator after each visit. The higher cure rate, observed in the test product group, was also reflected by the investigator's opinion on product efficacy in both ITT and PP populations. During the last visit, the test product was found to be very efficient for 65.5% (38/58; ITT)/76% (38/50; PP) of the subjects, whereas very efficient was observed for 38.5% (15/39; ITT)/39.5% (15/38; PP) of the subjects in the comparator 1 group and for 47.5% (19/40; ITT)/52.6% (19/36; PP) of the subjects in the comparator 2 group. This difference in efficacy was significant (*χ* ^2^ = 7.4, *p* = 0.024). One subject from the test product group was not completely cured but received a score of 5 (very efficient) after the third treatment. Indeed, wart diameter was indeed very small (0.09 cm), indicating that the wart had almost disappeared.

Secondary Efficacy Endpoints {#Sec16}
----------------------------

### Wart Diameter {#Sec17}

Wart diameter in subjects who were not cured, gradually decreased as a function of the number of treatments. No significant differences were observed between the three treatment groups. Similar observations were made for the PP population.

### Roughness {#Sec18}

Reduction of wart roughness is an important indicator for wart remission/curing. When compared to baseline, a gradual increase in % of subjects, showing no roughness (score = 0), was observed in the test product group, with 50% (10/20) of the subjects showing no roughness after three treatments. This was remarkably lower in the comparator 1 group (25.9%; 7/27) and in the comparator 2 group (28.6%; 8/28), respectively. Similar observations were made in the PP population.

### Thickness (Common Warts) {#Sec19}

Thickness of common warts is an important clinical parameter to evaluate wart evolution. In the ITT population, a gradual increase in % of subjects in the test product group, showing absence of thickness (score = 0), was observed. After three treatments, 71.4% (5/7) of the remaining subjects was assigned a score of 0 for thickness. This was remarkably lower in the comparator 1 group (15.4%; 2/13) and the comparator 2 group (30.8%; 4/13), respectively. Similar observations were made in the PP population.

### Discontinuation of Skin Lines {#Sec20}

The presence of a wart mostly results in disruption of the skin lines. This is also reflected by the baseline data, where discontinuation of skin lines was present in 97.4% (comparator 1 group) and 100% (test product and comparator 2 group, respectively) of the subjects. In the test product group, a gradual increase of subjects, showing no discontinuation of skin lines, was observed. After three treatments, discontinuation of skin lines was absent in 45% (9/20) of the subjects in the test product group. This was substantially lower in the comparator 1 group (25.9%; 7/27) and the comparator 2 group (32.1%; 9/28). Similar observations were made in the PP population.

### Affection of Skin Colour {#Sec21}

The presence of warts may affect skin colour. At baseline, almost all subjects in the three treatment groups showed this phenomenon. The percentage of subjects with affected skin colour reduced as a function of the number of treatments when compared to baseline. No significant difference was observed among treatment groups.

### Frost Bite Diameter {#Sec22}

After each treatment, the average frostbite diameter was comparable in both test product and comparator 1 groups. Diameter was lower in the comparator 2 group, but no significant differences were found among treatment groups. Data of ITT population are summarized in Table [4](#Tab4){ref-type="table"}. Similar results were seen in the PP population.Table 4Summary statistics of the diameter of the frostbite as a function of number of treatmentsTreatmentStatisticDiameter frostbiteAfter one TRTAfter two TRT'sAfter three TRT'sTest product*N*583919Mean ± SD, cm\
Range, cm0.676 ± 0.208\
0.104; 1.0860.654 ± 0.278\
0; 1.1840.66 ± 0.251\
0.172; 1.044Comparator 1*N*393527Mean ± SD, cm\
Range, cm0.671 ± 0.328\
0; 1.70.55 ± 0.287\
0; 1.4130.663 ± 0.271\
0.18; 1.149Comparator 2*N*403529Mean ± SD, cm\
Range, cm0.521 ± 0.153\
0; 0.8410.484 ± 0.159\
0.2; 0.8830.531 ± 0.147\
0.253; 0.897

Safety and Tolerance Evaluation {#Sec23}
-------------------------------

The adverse events, reported following treatment with all test products, are comparable to those observed with cryotherapy of warts, and last for only a few days following treatment. Anticipated skin response events such as blistering, superficial pain and a transient burning sensation were the most frequent adverse events. These were in line with the expectations and predictive for wart removal outcome and the number of treatments required. Indeed, a lower number of cryotherapy-related side effects was reported following application of both comparator products. In total, 10, 16, and 29 adverse events were not linked to treatment with test product, comparator 1 and 2, respectively. One serious adverse event (hemiplegic migraine) was reported in the comparator 1 group but was not related to the cryogenic treatment.

Local tolerance of the treatment was assessed by the investigator at the end of the therapy. In general, all products were well tolerated. In the test product group tolerance was low or moderate for 3 and 2 subjects, respectively. However, for those subjects, a very good efficiency score was given, indicating that the wart was cured. Very good tolerance was observed for 82.1% and 86.1% of the subjects for comparator 1 and 2, respectively. However, only 47.4% and 52.8% of those subjects were cured, respectively. In the test product group, very good tolerance was observed in the majority (56.4%) of the subjects and for 71% of those subjects, the product was found to be very efficient. These data suggest that the tolerance score is a measure for the anticipated skin response (redness and a therapeutic blister), being predictive of efficacious wart removal in the test product group.

Discussion {#Sec24}
==========

The present open label, randomized, controlled, investigator-blinded study revealed high cure rates after one or more applications of the nitrous oxide cryogenic pen for home treatment of warts. Comparison was made of two commercial cryogenic devices, using either DME or DMEP as cooling agent. In both ITT and PP populations, significantly higher cure rates were observed with the test product after a maximum of three treatments. In total, 70.7% (ITT)/82% (PP) of the subjects were cured in the test group, in contrast to 46.2% (ITT)/47.4% (PP) in the comparator 1 group and 47.5% (ITT)/52.8% (PP) in the comparator 2 group, respectively. After only one treatment, nearly threefold of all subjects in the test product group were cured when compared to treatment with both comparators. Clinical efficacy was further supported by the efficiency scores, as assigned by a blinded investigator. The number of subjects, receiving a score "very efficient" was significantly higher following treatment with test product versus comparators. Other wart-related clinical parameters, including roughness, thickness, and discontinuation of skin lines, also improved significantly as a function of the number of treatments. In subjects who were not cured after a maximum of three treatments, a gradual decrease of wart diameter was observed as a function of the number of applications in all treatment groups. However, after each treatment, no significant difference in decrease was observed among the three treatment groups.

Clinical efficacy of cryotherapy devices depends on several factors, including the type of wart and the mode of application: spray versus contact applicator, freezing time, freezing technique, and lag time between treatments (1 to 4 weekly intervals). In general, each wart is frozen for 10--30 s until a 1--2 mm ice ball halo surrounds the wart area. The best results are achieved when treatments are done every 2 or 3 weeks \[[@CR11]--[@CR13]\]. In the present trial, distribution of the type of wart was comparable among treatment groups. Also, application time was identical or similar for all products.

Wart treatment guidelines \[[@CR22]--[@CR24]\] advise to treat both surrounding healthy skin and wart until an ice ball halo of 1--2 mm around the wart is obtained. Data of the present study suggest that a soft type of nib that envelops some surrounding skin is preferred above hard variants, as used in comparator 2 (metal nib). Indeed, following treatment with comparator 2, a trend to lower frostbite diameters was observed, suggesting that the metal nib does not ensure optimal skin contact when compared to a foam nib.

Earlier research demonstrated that a temperature of − 50 °C at a depth of 4--5 mm is required for optimal wart treatment \[[@CR11]\]. Therefore, initial temperature of the applicator of the cryogenic device must be low enough to achieve such temperature in the lower layers of the infected area. The concept of the test product, combining a specific polyurethane nib as applicator, guaranteeing optimal skin contact, and nitrous oxide as cooling agent, allows the device to reach an in vitro freezing temperature of − 80 °C, which can be maintained for a period of 60 s. This temperature lies between the boiling point of liquid nitrogen (196 °C) and the boiling point of the gases, used in the comparator devices: DME (− 24 °C) and DMEP (− 57 °C), respectively \[[@CR11], [@CR16], [@CR17]\]. The significant difference in temperature may explain why the comparator products showed lower cure rates in the present trial. In addition, the different type of nib, as applied in comparator 2, may further reduce product efficacy, as discussed above.

A variety of adverse effects with cryotherapy of warts have been previously reported, including pain during application, erythema, (haemorrhagic) blister formation, depigmentation, and recurrence of the wart \[[@CR2]--[@CR7]\]. Because of the significantly lower temperature of the test product, the number of subjects who reported cryotherapy-related side effects (blistering, burning sensation, superficial pain) was higher when compared to subjects, treated with the comparators. However, these expected and temporary effects confirmed that the observed skin response following application is an indicator for efficient wart removal in the test product group. In general, all subjects tolerated the cryotherapy well in all treatment groups.

One can speculate that these side effects may have a negative impact on product compliance. However, cryotherapy-related side effects are only temporary. Furthermore, the tested cryogenic devices are easy to use and may only be applied once to a maximum of three times, with a biweekly interval between each application. Also, the low number of applications, required to cure the wart (especially in case of the test product), is an advantage over alternative home therapies (e.g., keratinolytic agents, acid-based products...). Indeed, the latter require a daily application for a longer period (several weeks). Although these products have a good safety profile \[[@CR25]\], therapy-specific side effects may also occur (e.g., skin irritation, burning or itching sensation, blistering, redness...) \[[@CR26]\].

The present study clearly demonstrates that the nitrous oxide-based product performs significantly better than its DME(P)-based competitors. Although the study is robust and well-designed, there are some limitations. First, the high cure rates, obtained with the test device, may not only be related to its design. Indeed, all treatments were performed by professional dermatologists. Cure rates may be lower when the cryogenic device is administered by consumers. However, this is applicable for all over-the-counter cryogenic treatments. Another limitation of the study is that only home use devices were considered: a comparison with liquid nitrogen could have been very productive but beyond the ambit of this study which was focused on consumer self-treat options. Clinical data on the performance of home use devices is scarce and thus, present trial results will further contribute to the field of cryotherapy of warts. Another limitation may be the number of subjects, included in this study. However, in view of cure rates after one to three treatments, significant differences were observed between the test product and the comparators. For other parameters, where no significant differences were found, positive trends were observed in favour of the test product. In other words, increasing the number of test subjects will normally result in decreased p-values and further strengthen observed trends.

Conclusions {#Sec25}
===========

In conclusion, significantly higher cure rates were obtained following one to three treatments with a nitrous oxide cryogenic device, when compared to two commercial cryogenic pens, using DME or DMEP as cooling agent. The combination of nitrous oxide as cooling agent, a soft applicator and a convenient design appears to contribute to an effective freezing of warts. Moreover, nitrous oxide is less flammable than dimethyl ether with or without propane, it is generally less toxic, and has been approved for medical use for a long time.

The present trial indicated that the test product is a safe, available and effective wart treatment, superior to DME(P) devices and this irrespective of the type of applicator.
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